[An evaluation of Visidex test strips in the blood sugar control of diabetics].
The test stripes Visidex for visual evaluation of glycemia were tested clinically. The results were compared with a reference laboratory method for blood sugar measurement. A correlation coefficient of r = 0.971 with 74% coincidence in the same glycemic interval was found. The test stripes are suitable for blood sugar self-control in domestic conditions.